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ABSTRACT

This evaluation was made to check characteristics of a prototype MSA;
scuba mask. The mask was tested objectively by breathing machine depth
runs with respiratory pressure instrumentation, and subjectively by
swimming runs with open and closed circuit scuba. Breathing machine
test results are summarized as graphs of peak respiratory pressures
against depth.

Subjective test results are summarized narratively. The results

are discussed constructively, and lead to the following conclusions:

(1) The mask is comfortable

(2) The mask will seal well

(3) The mouthpiece is retrievable .

(4) The mouthpiece does not interfere with speech

(5) Squeeze is not a problem

(6) All valves work fairly well

(7) Visibility is poor

(8) The mask is not preferred over masks of similar design

The report also draws conclusions on suitability for specific naval
service and on advantages and disadvantages of the MSA mask compared ¶
with the Universal and Natascope mask.
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S~I

SUMMARY

PROBLEM

(1) Is the MSA mask suitable for open, closed and semi--closed
circuit scuba diving?

(2) Are there advantages and di.sadvantage:: of the MSA mask in
comparison with the Buxreau of Ships Croitractua] mask and t1'e
Natascope mask?

FINDINGS

(1) The MSA mask was not suitable foy all :;cuba units, The MS•
r'ask was comfortable but had poor vision.

(2) Compared %,'Ith the Universal and Natas(.'ope mask, it. was fours:
that the MSA mask was not pjceferred over the Universal but
was preferred over the Natascope mask.

RECOMMENDAT ION

It is recommended that additional development work and tes;ts b7--:
made.
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FOREWORD

This project was originally established for the purpose of

evaluating the prototype experimental model of the Mine Safety

Appliances (MSA) Universal Diving mask for scuba. This mask is

being developed to provide a mask which can be used by Underwater

Demolition Teams and Explosive Ordnance Disposal Units with open

circuit, closed circuit and semi-closed circuit scuba diving.
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1. OBJECT

1.1 Objectives

This evaluation has two objectives:

(1) To determine the general suitability of the MSA mask for use
with open circuit, closed circuit and semi-closed circuit
scuba.

(2) To determine the specific advantages and disadvantages of the
MSA mask in comparison with the Bureau of Ships Contractual
mask and the Natascope mask.

1.2 Scope

This evaluation includes adaptability trials with various types of
scuba, and subjective tests with one open circuit (Aqua-Lung type) and
one closed circuit (LARU type) scuba.

2. DESCRIPTION

2.1 General

The prototype model MSA mask is made of black rubber with mouth-
piece, bug eyes, a metal valve housing and five head straps. It is
designed for open circuit, closed circuit and semi-closed circuit scuba.

2.2 Components

2.2.1 The mask proper is made of black molded rubber with a reversed
flange for forming a water seal. (Reference: Figure P-2).

2.2.2 The eye ports are of the "bug-eye" type. They are made of plac-
tic and are secured separately to the mask with metal retainer rings.
(Reference Figure P-i)

2.2.3 The mask is held in position by five adjustable head straps.
There is one strap leading from the center of the forehead and one from
each temple. The other two straps are secured to the mask near the neck ,t

All the straps are secured to the mask by buckles. (Reference: Figure
P-2.)

2.2.4 The water dump and surface breather valve is located in the lower i
right side of the mask near the mouth. It is a poppet valve that is
operated manually by a toggle. (Reference: Figure P-5)

2.2.5 The valve housing is secured to the mask by a metal retainer ring
The cut-off valve is a toggle poppet valve and is used to isolate the
breathing bag from the mask. (Reference: Figure P-3)

2.2.6 The mouthpiece is secured to the valve housing by a wire clamp
and rubber band. It is made of soft flexible corrugated rubber. The
mouthpiece has a flange to fit under the lips and bits for holding with
the teeth (Reference: Figure P-4).
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3. PROCEDURE

3.1 Breathing machine test

3.1.1 The breathing machine was set at 2 liters a breath and 20 breath,
a minute. The 1 psi strain gage was rigged in the recompression charnbe!
The analyzer was calibrated and the attenuation set to give one line
deflection for one centimeter of water pressure. On the recording tape
the following information was noted: the name of the equipment; the date
of the calibration; the attenuation; and the direction of deflection fo
inhalation.

3.1.2 The mouthpiece was connected to the throat of the breathing
machine. The pressure tan un the mouthoiece connector was joined tfo
the signal side of the strain gage, iind ref.,rcence side was open to th-
chamber.

3.1.3 A continuous breathing resistance record was made from the sir--
face to 132 feet. The tape was markked every t,.n feet and each at.most•-
eric increment. The balance was checked at 132 feet and a continuous
record was obtained back to the surface, with the tape being marked ill
the same way.

3.1.4 A check valve was installed in the mask tubes to cause the bw3a-
thing machine to inhale from the right of the mask and to exhale to the
left, and the sequence outlined in 3.1.3 was repeated.

3.1.5 After all the breathing machine runs were made, the data from
the tape was put in graphical form by the draftsman.

3.2 Adaptability test

3.2.1 This test was made to check the adaptability of the mask to var-ious scuba including:

(1) 1946 LARU

(2) MSA Oxygen Unit (Bureau of Ships Model) 4

(3) Pirelli Oxygen Unit

(4) Bureau of Ships N202 Mark I (Blair Unit)

(5) Bureau of Ships N202 Mark III (LES Unit)

(6) Flatus Unit

(7) Div-Air Regulator

All of the adaptability tests were made in air with the subject
wearing the MSA mask and Div-Air tubes. The subject wore each scuba
unit in succession, and checked for curves, kinks, slack, and tension.

2
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3.3 Open circuit swimming test with mouthpiece

3.3.1 Four subjects who are experienced with open circuit scuba, oer-
formed the following tests while using a single bottle with a Div-Air
regulator with check valves in the brcathing tubes:

3.3.2 Each subject swam the pool eight laps and completed each lao in
approximately 2-1/2 minutes, a swim rate of about 0.8 knots. At the I
end of each run the subject performed barrel rolls. He then practiced
flooding and clearing the mask, and ejecting and retrievina the mouth-
piece. Then the subject with the aid of another diver performed arn
intelligibility, test. These test being completed, the subjects were
then asked the following questions:

(1) How is the comfort of the m-isk?

(2) How is the retrievability of the mouthoiece?

(3) How are the squeeze and pre-;surization characteristics of thi-
mask?

(4) How well does the breathing tube cut-off valve work?

(5) How readily can seepage and flooding be cleared?

(6) How are the head harness and the mask seal?

(7) How do you like the mask?

(8) Do you have any other comments?

3.4 Open circuit swimming test without mouthpiece

The same procedure was used as in Section 3.3, omitting the quest-
ions on retrievability of the mouthpiece.

3.5 Closed-circuit test

Using a 1952 Lambertsen Amphibious Respiratory Unit, the same
procedure was used as in 3.3, omitting questions on flooding and retrie-
vability of mouthpiece.

i
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4. RESULTS

4.1 Breathing machine test results

1.1 Figure G-2 shows Lhe mask resistance fromri 0 to 132 f,'@t without.
check valve in breathing tubes.

4.1.2 Figure G-1 sho-.;s the mask resistance from 0 to 1.32 fet with
check valve.

4.2 -:daptabIiLy test rs_,lt-;

½ie adaptdbility of L-h- NTSA mask tc., thr ,I:'i, ... . Ox/, r,, ri -
Blair N;<22 Mark I, lES Un) t., Flatus and Di'.' Air was ia;or-4e for,- a'
The au:-,ptabilitv of tb C V[tA mask to the ;';re.l ] Ox'/y(; Un .. -'4 I,,t
favorable becau.s the P i. ;Ij cixvgert UnJ1 hit::. ,ens u.L.: .
system. With a inodified breathirncj sy-tm the I-ubes ',:oul-I >,)'- i S.
curve fro:n the MSA mask to a Y-co),iectic(. at t t, Frnt oC "...
bag.

4.3 Swin_ test resu. .'_ Ov-Tn Wrc Lt 'ith MOuL.t-.-'c.

4.3.1 The four subjects made tte f: Mo<,!',inq r.!04rk_ r at,.7..
questions listed Ln 3.3.1:

(1) All subjects rcoort,.ed thr, '~: w far;'o •or .. h.

(2) All subjects re(ortod the ret.r icv-hil ity cF the u ,
was good.

(3) All subjects repor t.c d that thL pres:ur.,.zaton :2 r.ict,.ist.-
were good. By exhalinq throuwh tihe nose e,,ro•. ('-odic
tain proper pressure.

(4) Three subjects reported the breathing tube cut-oeLf va1'. .
ed well. One subject reported the cut-off valve .workd .,
but was sometimes hard to operate because of wet hands and,
shape of the toggle.

(5) All subjects reported that seepage and flooding c.)uld be
cleared easily.

(6) All subjects reported the mask seal was good, but the head
strapq ,,ere too short.

(7) All subjects reported they liked the mask but would prefer
another mask with which they were familiar.

(8) All subjects reported the mouthpiece was too soft and vision
was considerably reduced in comparison to other mask with
which they were familiar.

4.3.2 All subjects reported fair intelligibility using single syllabli
werds.

4
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4.4 Swimming test results open circuit without mouthpiece

4.4.1 The four subjects made the following remarks in answer to the
questions listed in 3.3.1, omitting the 'question on retrievability of
the mouthpiece.

(1) All subjects reported the mask was fairly comfortable.

(2) All subjects reported that the pressurization characteristics
were good. By exhaling through the nose everyone could main-
tain proper pressure.

(3) Three subjects reported the breathing tube cut-off valve work-
ed well. One subject reported cut-off valve worked well, but
was sometimes hard to operate because of the shape of toggle
and wet hands.

(4) All subjects reported that seepage ind flooding could be
cleared easily but was faster and easier with the mouthpiece.

(5) All subjects reported the mask seal was good, but the head
straps were too short.

(6, All subjects reported they liked the mask but would orefer ii
another mask with which they were familiar.

(7) All subjects reported the vision was considerably reduced in
comparison to the other masks with which they w:ere familiar.

4.4.2 All subjects reported fair intelligibility using single syllable
words.

4.5 Swimming test results closed circuit with mouthpiece

4.5.1 The four subjects made the following remarks in answer to the
questions listed in 3.3.1, omitting the question on flooding the mask.

(1) All subjects reported the mask was fairly comfortable.

(2) All subjects reported the pressurization characteristics were
good. By exhaling through the nose everyone could maintain
proper pressure.

(3) Three subjects reported the breathinq tube cut-off valve work-
ed well. One subject reported that zhe cut-off valve ;;o-ked
well but was sometimes hard to operate with wet hands, because
of the shape of the toggle.

(4) No questions were asked on seepage and flooding of the mask.

(5) All subjects reported that the retrievability of the mouth-
piece was good.

(6) All subjects reported the mask seal was good, but the head
harness straps were too short.

(7) AlI subjects reported they liked the mask but would prefer
another mask with which they were familiar.

5
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(8) All subjects reported the mouthpiece was too soft and vision
was considerably reduced in comparison to the other mask with
which they were familiar.

4.5.2 All subjects reported fair intelligibility using single syllable
w.ord s.

5. DISCUSSION

5.1 Comfort

The mask was comfortable to all the subjects. The rubber is flex-
ible and the inverted lip forms a gas seal very easily. However the
straps were short and it is believed that any d~ver with a large hea•l
would find the mask tight and uncomfortable.

5.2 Retrievability of the mouthp)iece

Ejecting and retrieving the mouthpiece was fairly easy, due to it-
construction of soft corrugated rubber. However the rubber, being too
soft, gave the subjects a tendency to grip the mouthpiece too hard wit!
their lips, thereby closing off the gas supply.

5.3 Intelligibility

As long as speech was restricted to simple phrases and one svllablU
words, intelligibility was reasonably good. For complex sentences and
long words, intelligibility dropped off rapidly.

5.4 Squeeze and pressurization

In the MSA mask neither squeeze nor pressurization is a problem fol
the experienced diver. On the first sign of a squeeze, the diver auitom-
atically exhales through his nose, pressurizing the mask independently
of his breathing system.

5.5 Valves

5.5.1 All the valves worked very well during the swim test except for
one subject having a little trouble because of wet hands and not being
accustomed -to a toggle poppet valve. However, after the swimming test
were- over and the valves disassembled, it was found that the spring for
the cut-off valve had started to rust. If the cut-off valve sprin-
could be made of a non-corrosive metal this would be no problem.

5.6 Visibility

5.6.1 In comparison with other masks of similar design, the MSA mask
seemed to have a considerably reduced visual field.

6---'-MIK "=7 .. ......



6. CONCLUSIONS

6.1 Conclusions

6.1.1 The following conclusions apply to the mask itself:

(1) The mask is comfortable (Section 5.1).

(2) The mask seals well on all faces (Section 5.1).

(3) The mouthpiece is retrievable (Section 5.2).

(4) The mouthpiece is too soft (Section 5.2).

(5) Squeeze is not a problem (Section 5.4).

(6) Valves work well but check valve spring may need modifying
(Section 5.5).

6.1.2 The MSA mask is not suitable for all scuba units (Section 4.2).

6.1.3 The following is a compairson of advantages and disadvantages of
the MSA mask with Universal and Natascope masks.

MSA Mask Universal Mask Natascone Mask

Comfort B A C

Mouthpiece C A B
Preferred

Intelligibility A B B

Mask Seal A A B

Visibility C A B

Mask Preferred B A C

6.2 Recommendations

In view of the conclusions under 6.1.2 and 6.1.3 it is recommended
that additional develooment work and tests be nade.

I~
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7. FIGURES

7.1 Photographs

7.1.1 Figure P-i is a front view of the mask on a subject.

7.1.2 Figure P-2 is a back view of the mask laid out.

7.1.3 Figure P-3 is a view of cut-off valve, mouthpiece and valve hous-
ing.

7.1.4 Figure P-4 is a view of cut-off valve, mouthpiece and valve hous-
ing disassembled. The following numb-!rs label the parts indicated:

(1) Mouthpiece

(2) Rubber band

(3) Clamp for sucLLring valve to !.hp mask

(4) Valve housing

(5) Valve seat

(6) Valve spring

(7) Valve stem guide

(8) Valve stem and toggle

(9) Retainer ring

7.1.5 Figure P-5 is a side view of mask on a subject showing water
drain valve.

7.2 Graphs

7.2.1 Graphs G-1 shows breathing resistance from the surface to 132
feet without check valves in breathing tubes.

7.2.2 Graph G-2 shows breathing resistance from the surface to 132 feet
with check valve in breathing tube.
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